I.. Introduction {#sec1}
================

Diagnostic arthroscopy is essential in orthopaedics to provide rapid information about numerous symptomatic and asymptomatic structural abnormalities known to be involved in, and important to, the fundamental etiology, progression, and characterization of osteoarthritis (OA). Currently, for progressive and degenerative cartilage diseases, there are limited options for surgeons concerning treatments for the repair of meniscal and articular cartilage lesions [@ref1]--[@ref2][@ref3]. Wide-spread adoption of repair techniques has also been limited by the ability to fully assess the health, integration, and functionality of the repaired tissue. As such, new and innovative microscopic visualization techniques are needed to improve the understanding of the disease's pathogenesis and success of current treatments.

While the potential of non-invasive imaging techniques has been emerging from clinical studies to assess OA-associated bony features and other quantitative parameters such as volumetric assessments of joint space [@ref4], direct visualization of the tissues in the knee through arthroscopy remains the true "gold standard" in diagnosing cartilage, meniscus, and ligament pathologies in routine clinical settings [@ref4]--[@ref5][@ref6]. Radiological measurements and observations of joint space, new bone formation, marrow edema, and hyaline cartilage formation may prove useful, but currently do not provide microscopic resolution and require histological validation with actual specimens of cartilage and bone [@ref2]. Because of the limitations posed by non-invasive radiological measurements, the reliance on biopsies, frequently obtained during second-look arthroscopy, is prevalent. These biopsies provide the means to collect biomechanical, genetic, immunohistochemical, and biochemical information about the cartilage. Although biopsy excisions are small, on the order of 2 mm [@ref2], they still serve as a possible source of cartilage degradation, and are disconcerting to both the patient and physician.

In the effort to obviate biopsies for diagnostics of cartilage health, there is increased interest in the translational potential of non-destructive, arthroscopically-available (minimally invasive) real-time-microscopy techniques. Short-pulse (sub ps) laser scanning techniques, such as second harmonic generation (SHG) and two-photon-excited fluorescence (TPEF) of autofluorescence, enables the visualization of tissues using endogenous contrast. Optical coherence tomography (OCT) and laser scanning confocal arthroscopy with continuous wave lasers, sometimes utilizing exogenous dyes, offer superior resolution compared to macroscopic imaging techniques such as wide-field arthroscopy, ultra-sound, computed tomography (CT), or magnetic resonance imaging (MRI) [@ref7]--[@ref8][@ref9][@ref10][@ref11][@ref12]. In particular, the development of portable SHG microendoscope proof-of-concept devices has spiked in recent years because of its suitability to the acquisition of sub-micron resolution images in un-stained tissues. Several fully portable and hand-held prototypes have been presented for dermatological applications [@ref13]--[@ref14][@ref15]. These portable SHG skin microscopes lack the ability to image deep tissues, but provide an excellent platform to non-invasively address issues such as motion artefacts [@ref13].

It is well known in biology and medicine that SHG can be used to image collagen fibrils. Further, its potential to study orthopaedically relevant materials such as cartilage, bone, and tendons under static and dynamic conditions has been previously recognized [@ref8], [@ref16]--[@ref17][@ref18][@ref19][@ref20][@ref21][@ref22][@ref23]. As a polarization dependent technique, SHG microscopy is capable of resolving the orientation of collagen fibres [@ref18], [@ref22], [@ref23] and can demonstrate the sub-micron differences in collagen structures in regions of damage [@ref18], [@ref19], [@ref24] or repair [@ref25]. For example, it has previously been observed, through controlled polarization SHG, that advanced degenerative joint diseases like OA are characterized by Type I collagen replacing Type II collagen, which means that load bearing hyaline cartilage is being replaced with tissue similar to fibrocartilage (i.e. elastin fibres) [@ref9], [@ref21].

It has also been proposed that features visualized through nonlinear microscopy can be coupled with related optical properties like birefringence and biattenuance that relate to material properties. Moreover, additional fluorescent probes can be used independently to evaluate tissue health, cell death, and matrix diffusivity [@ref7], [@ref8], [@ref21], [@ref24]. Presently, this level of detail is only obtainable after histopathological examination of biopsy samples using multiple immuno-histochemical staining techniques [@ref2]. Further clinical context is available in the supplemental materials ([section I](#sec1){ref-type="sec"}).

Diagnostically, nonlinear optical microscopy has notable potential because of the similarity between observations with micrographs obtained through classical histology [@ref26]--[@ref27][@ref28][@ref29][@ref30]. In particular it has been proposed that nonlinear microscopy may be used as a biopsy guidance tool that may also reduce the requirement for biopsies [@ref27], [@ref28] and increase the accuracy of surgical margins [@ref31], [@ref32]. In cartilage, the spatial resolution of nonlinear optical microscopy techniques is capable of imaging local tissue damage, cell density, collagen alignment, and morphological features in cartilage [@ref7], [@ref8], [@ref21], [@ref24]. Of particular interest, a recent study into early stage OA by Kumar *et al*. [@ref8] demonstrated that SHG microscopy reliably identified changes in the extracellular matrix (ECM) of excised human cartilage with grade-I OA. This study identified microsplits and wrinkles from thick tissue sections and classified these as new and novel morphological features, which are not detectable using CT, MRI, ultrasound, and (conventional) arthroscopy.

Medical positioning devices as surgical adjuncts have also been developed with augmented optics and enhanced ergonomics [@ref33] for specialized functions such as for nasal surgery [@ref34] and uterus positioning robots for laparoscopic hysterectomy [@ref35]. Other more complex systems such as the Zeus system (Computer Motion Inc.), or the da Vinci system (Intuitive Surgical Inc.) have also been developed for complex multi-purpose surgeries [@ref33], [@ref36].

This report details the development and testing of a portable, arthroscopic, nonlinear optical microendoscope (PALOMINO) prototype system. The current prototype utilizes a miniaturized laser scanning instrument and a mechanical positioning system with 6-degrees of freedom (DOFs) to combine the capabilities and functionalities of real-time imaging using a wide-field arthroscope and a nonlinear optical microscope in a single device. This study demonstrates the stability and suitability of the prototype PALOMINO system to image orthopaedically relevant surfaces from arbitrary angles using fresh, minimally processed, partially intact porcine knee joints.

II.. Technology & Methods {#sec2}
=========================

The PALOMINO system prototype was designed to introduce a dual function arthroscopic tool for orthopaedic microscopy with advanced clinical potential featuring: (i) a custom designed articulated positioning arm to provide maximum stability and manoeuvrability of the arthroscopic tool (ii) a nonlinear laser scanning system designed to generate images of cartilage from second harmonic collagen signals without the need for a contrast agent; (iii) a custom designed optical system utilizing a rigid needle gradient index (GRIN) lens (designed and optimized for infrared (IR) excitation at 1035 nm and collection at 517.5 nm) and additional optics implemented to control specific chromatic aberrations to optimize the collection of respective SHG signals and wide-field images; (iv) a fibre optic bundle (FOB) surrounding the GRIN lens to improve the collection of back scattered SHG signals and provide arthroscopically relevant illumination when operating in macroscopic-wide-field mode for conventional arthroscopy; and (v) a multi-resolution optical telescope to improve macroscopic arthroscopic capabilities using the GRIN lens.

The PALOMINO system prototype (photographed in [Fig. 1](#fig1){ref-type="fig"}) consists of three primary components: (i) the articulated 6-DOF spatial positioning system (PALOMINO positioning-arm); (ii) the laser scanning microendoscope (PALOMINO scan-head); and (iii) the scope (GRIN lens and FOB sheath assembly). FIGURE 1.Photograph of the complete mounted PALOMINO system prototype on an optical bench. On the left, the computer chassis holds the control card and power supplies for the two-axis galvanometric scanning mirrors, and the PMT power supply. The PALOMINO scan-head is mounted on the articulated positioning arm. The scope (GRIN-FOB sheath assembly) is enlarged in the upper-right inset. The articulated positioning arm extends towards the middle of the frame from the extruded rail support post to which it is affixed. The articulating mirror assembly, providing constant enclosed laser delivery, is affixed to the scan-head and extends out of frame.

A.. Design of the Palomino Positioning-Arm {#sec2a}
------------------------------------------

The mechanical articulated positioning arm features 6-DOFs, a coarse working radius of 1 m, and fine position control system integrated directly between the articulated positioning arm and the PALOMINO instrument. The DOFs and coarse working radius were designed to facilitate the examination of cartilage in the human knee in an operating theatre. Other joints such as the shoulder may also be possible however deeper joints such as the hip may require a specialized end-effector.

To position the endoscope for arthroscopic microscopy the mechanical positioning system must: (i) be mechanically stable; (ii) be able to support the arthroscopic scan head securely; (iii) be manoeuvrable in a functional and effective manner with similar DOFs to conventional unmounted arthroscopes being handled in a clinical scenario; and (iv) propagate minimal vibrations to enable the acquisition of clean high resolution SHG micrographs.

The positioning system, depicted in [Fig. 2A](#fig2){ref-type="fig"} is composed of a 3-DOF end-effector connected to a redundant 2-segment 3-DOF arm providing a coarse working radius of 1 m in a horizontal plane. Redundancy in the arm was introduced to facilitate the operation and placement of the PALOMINO system in constrained environments. The end-effector wrist, to which the PALOMINO scan-head is mounted, is comprised of a linear track (UtiliTrack; HepcoMotion, Tiverton, Devon, UK) that is subsequently fixed to a ring carriage mounted to a semicircular rail (HD Ring with V edge; HepcoMotion), using a similar configuration to the previously developed uterus positioning systems [@ref35]. The ring carriage provides approximately 110° of rotation ($\documentclass[12pt]{minimal}
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B.. Optical Configuration and Control of the Palomino Scan-Head {#sec2b}
---------------------------------------------------------------

The prototype laser scanning endoscope developed during this study (full optical schematic depicted in [Fig. 3](#fig3){ref-type="fig"}) was constructed using: (i) one of two mode-locked femtosecond lasers: either a PolarOnyx Uranus 1030-050-0300(CC) High Energy Femtosecond Yb Fibre laser (PolarOnyx laser, Inc., San Jose, CA; 1035 nm, 500 mW, 28 MHz, 300 fs pulse width); or the non-tunable output from an InSight™DeepSee™dual-output option solid-state laser (Spectra Physics, Santa Clara, CA; 1040 nm, 500 mW, 80 MHz, 200 fs pulse width); (ii) an articulated mirror assembly which provides a fully enclosed path for safe laser delivery at a constant distance (Laser Mechanisms, Inc. Novi, MI); (iii) a two-axis galvanometric scanning mirror (Cat No. 6210H; Cambridge Technology, Bedford, MA); (iv) a rigid needle, FIGURE 3.Scaled optical schematic of the PALOMINO system. Schematic representation of experimental setup for SHG imaging based on: (i) a pulsed femtosecond laser; (ii) a telescope to reduce the beam diameter and collimate the laser beam; (iii) an articulated mirror assembly providing free space laser delivery; (iv) a two-axis scanning mirror; (v) a scan lens telescope to expand the beam and focus it on the back aperture of the GRIN (vi) a GRIN lens doublet with a FOV of $\documentclass[12pt]{minimal}
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\end{document}$); (vii) a fibre optic bundle (FOB) for improved collection of the back-scattered signal when optical fibres (orange) surrounding the GRIN are in contact with the sample; (viii) a dichroic mirror/beamsplitter (green shaded representation is associated with the PMT acquisition of SHG signals back-propagated through the GRIN while the blue shaded representation is associated with the wide-field CMOS camera acquisition); (ix) a rotating mirror to switch between the collection of visual wide-field or SHG signals on a camera or PMT, respectively; (x) a telescope to collimate and correct the chromatic aberrations in the back-propagated SHG signals ($\documentclass[12pt]{minimal}
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\end{document}$); and (xi) a telescope providing multi-resolution magnification capabilities to the wide-field FOV imaged by the GRIN ($\documentclass[12pt]{minimal}
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\end{document}$). Block representations of the laser, PMTs, camera, and articulated mirror assembly for laser delivery are not to scale.

multi-element GRIN lens assembly (manufactured by GRINTECH GmbH, Jena, Thuringia, Germany); (v) a custom protected arthroscopic FOB (78 individual fibres: 100 $\documentclass[12pt]{minimal}
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\end{document}$ polyimide coating; 0.37 NA; 350-2400nm) designed with and manufactured by Fibertech Optica, Kitchener, ON; (vi) standard optomechanical parts obtained primarily from Thorlabs (Thorlabs Inc, Newton, NJ) and Newport (Newport Corporation, Irvine, CA); and (vii) additional mounts and miniaturized components designed and built by the authors. Micrographs produced from the small, highly portable, Yb-based fibre laser (PolarOnyx) were indistinguishable from those collected with the solid-state laser.

The microscopic imaging capabilities of the PALOMINO system are based on laser scanning (*i.e.* an optical system that focuses the laser to a point on the sample which is then raster scanned by a two-axis scanning mirror), similar to confocal microscopy. The optical system of the PALOMINO prototype utilized commercially manufactured GRIN lenses to provide similar performance capabilities to intravital fluorescence microscopes and conventional arthroscopes.

The complete PALOMINO system was used to position the arthroscopic GRIN probe perpendicularly to the surface of interest for all samples regardless of whether the samples were part of an intact joint or dissected. Accurate and high-speed control of the raster scan, performed by the galvanometric scanning mirrors, and data acquisition was achieved using version r4.2n of ScanImage [@ref37], a simultaneous-sampling multifunction data acquisition control unit (NI PCI-6110; National Instruments, Vaudreuil-Dorion, QC), and a shielded connector block with BNC connectors for analog input/output (BNC-2110; National Instruments). SHG signals were collected using photomultiplier tube (PMT) modules (H10723-01; Hamamatsu Photonics K.K., Hamamatsu City, Shizuoka Prefecture, Japan). Gain (voltage) was controlled using a custom program written in MATLAB (MATLAB 7.11.0 (R2010b); MathWorks Inc., Natick, MA) via a USB 2.0 full-speed analogue input and digital I/O data acquisition device (USB-1408FS; Measurement Computing Corporation, Norton, MA). A 1 mm thick 12.5 mm diameter longpass dichroic mirror/beamsplitter with extra extended reflection and extended transmission, (Reflectance: 515 nm; Transmittance: 1030 nm; Cat No. T950LPXXRXT-UF1; Chroma, Bellows Falls, VT) is positioned in the emission path at 45° to the GRIN to isolate SHG signal from the IR signal. The acquired images were stored as tif files and processed using custom scripts written for FIJI [@ref38].

C.. Design of a Gradient Index Lens Based Optical System {#sec2c}
--------------------------------------------------------

The optical system was designed and optimized for 1035 nm excitation light, a pitch (number of internal images formed within the lens) of one, and a working distance of 300 $\documentclass[12pt]{minimal}
\usepackage{amsmath}
\usepackage{wasysym} 
\usepackage{amsfonts} 
\usepackage{amssymb} 
\usepackage{amsbsy}
\usepackage{upgreek}
\usepackage{mathrsfs}
\setlength{\oddsidemargin}{-69pt}
\begin{document}
}{}$\mu {\mathrm{ m}}$
\end{document}$ in water and infinity on the image side, using ZEMAX (ZEMAX-EE Optical Design Program (version June 9, 2009); ZEMAX Development Corporation, Bellevue, WA). The optimized GRIN doublet consisted of a 0.5 NA 4.6 mm long objective lens and a 0.1 NA 102.3 mm long relay lens (glued together using optical grade ultra violet (UV) adhesive) with an outer diameter of 2 mm. The telescope/relay configuration of optical elements $\documentclass[12pt]{minimal}
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\end{document}$ in [Fig. 3](#fig3){ref-type="fig"} improve the flatness of the SHG image and the uniformity of the scan while also magnifying the scanned laser beam on the back aperture of the GRIN lens (relay) by a factor of 1.67. Lastly, for the protection of the GRIN lens during operation, the GRIN needle was fixed with clear acrylic nail polish inside a 12.5 gauge stainless steel hypodermic tube/needle designed to fit within the 2.54 mm FOB. The 3.76 mm final outer diameter of the endoscopic laser delivery and dual-acquisition-path system was designed to be under 4.5 mm for compatibility with commercially available arthroscopic sheaths [@ref39]. Further information about the design and specifications of GRIN lenses is available in the supplemental information ([section II](#sec2){ref-type="sec"}).

D.. Palomino Performance Testing {#sec2d}
--------------------------------

Testing of the PALOMINO system included experiments utilizing minimally prepared and secured porcine joints demonstrating the clinical relevance of the PALOMINO system's resolution to distinguish characteristics of elastic, hyaline, and fibrocartilage. The load bearing cartilaginous surfaces of interest in clinical pathologies of the knee joint, imaged in the present study, include the menisci, the femoral and tibial condyles, and the patella. The acquisition of clear micrographs of the various cartilaginous components and surfaces from minimally processed, immobilized, and staged porcine knee joints is intended to demonstrate the stability and versatility of the PALOMINO system prototype on a clinically relevant model. To assist with interpretations and comparisons with other studies, SHG micrographs were obtained by imaging unmounted sections of human chondral flaps from patients with femoroacetabular impingement (FAI). In addition to the main cartilaginous surfaces, mono-potassium phosphate (KH~2~PO~4~, KDP) powder was used to evaluate the performance of the FOB because it produces strong SHG signals from discrete crystal agglomerates and was not embedded in a dense highly scattering media. Additional details concerning KDP controls are available in the supplemental material ([section IV](#sec4){ref-type="sec"}).

Further testing qualifying the resolution and performance of the GRIN lens in macroscopic- and microscopic-wide-field imaging was assessed using a United States Air Force 1951 (USAF51) resolution test chart. Images were magnified approximately 4 times and focused onto a monochrome complementary metal-oxide semiconductor (CMOS) camera (DCC1545M; Thorlabs Inc.). The smallest discernible lines, where calibrated measurements were in agreement with the standardized line widths, were used as our maximum wide-field resolution. Images were calibrated with repeated measurements of known line widths for 6 elements with 1-2 groups visible in each image. Repeated width samplings were averaged per line and element and convergence was assessed based on a calibration factor common to the unique elements in the visible groups. During this process a 150 Watt dual output illuminator (MI-150 High Intensity Illuminator; Edmund Optics, Barrington, NJ) was coupled to a collimating lens coupled to the FOB to provide forward illumination to the GRIN objective lens and diffuse illumination to the back of the USAF51 resolution test chart.

Complete intact porcine knee joints from the back legs of 6 twelve-month-old pigs (200--300lbs) were obtained from a local slaughterhouse within 24 hours post-mortem, stored at 4°C, and imaged over the subsequent 24 hours. Minimal efforts to constrain the tibial segment were made during imaging to preserve clinically relevant DOFs and mobility. Additional details about considerations provided during sample processing are available in the supplemental material ([section III](#sec3){ref-type="sec"}). Images of fresh, minimally processed, partially intact joints were collected to assess the capabilities of the wide-field acquisition pathway to return low-contrast images comparable to those expected during joint arthroscopy. As above, the FOB surrounding the GRIN objective provided forward illumination of the joint surfaces. For increased biological contrast, visible spectrum light was returned to a colour CMOS camera (DCC1645C; Thorlabs Inc.).

III.. Results & Discussion {#sec3}
==========================

A.. Femtosecond Lasers in Optics and Surgical Instruments {#sec3a}
---------------------------------------------------------

Currently, the family of Yb-based fibre lasers operating around the 1035 nm wavelength range is an excellent choice for the excitation source of a portable nonlinear laser scanning microendoscope as they offer among the best price--performance ratios in short pulsed lasers as well as providing robust potential in fibre coupling for non-rigid delivery alternatives. While not explored during the present study, laser ablation is another surgical application for related laser systems and could potentially be implemented simultaneously in a microendoscope [@ref40]--[@ref41][@ref42]. Laser ablation techniques are most commonly utilized in *in vitro* cell or tissue studies, ophthalmology and dentistry, but research in otology/otolaryngology, dermatology, onychology, and urology is also conducted [@ref41], [@ref42]. Interestingly, femtosecond lasers have even been investigated as a cutting implement in orthopaedic applications offering significant reductions in tissue debris, necrosis, and contact induced pain [@ref43], [@ref44]. Numerous studies using femtosecond laser ablation in bone and nail tissue have demonstrated no thermal damage/stress or cracking, nor any reports of changes in chemical composition of the bone-mineral constituents [@ref41], [@ref45]. It has been reported, however, that using femtosecond lasers can lead to a delay in healing, possibly due to bone-surface carbonization [@ref45] or the lack of mechanical stresses that stimulate bone remodelling.

B.. Arthroscopic Performance During Wide-Field Image Collection {#sec3b}
---------------------------------------------------------------

Using working distances much smaller than those typically used in clinical arthroscopy, the smallest reproducible line-width of $\documentclass[12pt]{minimal}
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\end{document}$) in the 12.5 gauge stainless steel hypodermic needle. This resolution is lower than the smallest visible line-width of 775 nm (USAF51 resolution test target group 9, element 3) reported by Rivera *et al*. [@ref46]; however, without a contrast agent and/or oblique or dark illumination techniques, specular reflection from cartilage provides insufficient contrast to provide clinically relevant details using wide-field arthroscopy at this resolution. Thus, when directly approaching the surface to within a few hundred microns, the required contrast to preserve depth perception (remaining distance to the target) and orientation will be lost. We anticipate that this system will be best used during a two or three portal arthroscopy technique which will allow a second endoscope to be used for advanced viewing of the GRIN probe on approach to the surface. FIGURE 4.Evaluation of the multi-resolution wide-field capabilities of the rigid GRIN probe using a USAF51 resolution test chart. Images were acquired using a black and white CMOS camera. (A) The highest resolution images easily reproducible with the PALOMINO system resolved to 181 line pairs per millimetre or an individually resolved line thickness of $\documentclass[12pt]{minimal}
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\end{document}$ as depicted in the visibility of the standardized lines of the USAF51 resolution test chart (group 7, element 4). (B) Wide-field image acquired in a dark room 2 cm ± 2 mm away from the target illuminated only by the fibre optic bundle (FOB). From this working distance the optical system made visible 10.08 line pairs per millimetre or an individually resolved line thickness of $\documentclass[12pt]{minimal}
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\end{document}$ as depicted in the visibility of the standardized lines of the USAF51 resolution test chart (group 3, element 3).

Operating like a standard arthroscope, relevant working distances between the tip of the scope to the tissue surface are on the order of many millimetres to a few centimetres. When acquiring macroscopic fields of view (FOVs), the GRIN objective must be separated from the sample by a few centimetres. With a multi-resolution system numerous levels of magnification are possible; however, much remains to be optimized [@ref47]. When positioned 2 cm from the target one configuration of the optical system was able to resolve lines as small as $\documentclass[12pt]{minimal}
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\end{document}$ thick (group 3, element 3 of USAF51 resolution test chart; [Fig. 4B](#fig4){ref-type="fig"}). With the proper illumination, this resolution should be adequate for a clinician to assess tears, lesions, and extrusions in cartilaginous joint structures. In addition, the illumination provided to the target at this working distance was adequate to illuminate sub-millimetre features; however, the centre focus and forward conical illumination patterns visible in [Fig. 4B](#fig4){ref-type="fig"} could likely be improved using fibres with a larger numerical aperture (NA). It is also possible that increasing the NA of the fibres would increase the SHG collection capabilities of the FOB [@ref48], [@ref49].

Conventional arthroscopes are hand-held, and as such, their ability for repeatable detailed observations and/or precise quantitative measurements of tears, lesions, and extrusions in cartilaginous joint structures in real-time may be limited compared to the high resolution potential for a mounted device such as the one in the present study. The present study did not employ a disease model so images of the cartilaginous joint structures are expected to be comparable to healthy joints and other medical porcine arthroscopy validation studies [@ref50], [@ref51]. A considerable level of detail, including striations in the ligaments ([Fig. 5](#fig5){ref-type="fig"}), was visible. Macroscopically, extensive contrast around the features of the knee was visible during this mock arthroscopic session on the knee joint which will more than adequately allow the user to navigate through the joint and position the microendoscope to approach the surface to acquire SHG micrographs. FIGURE 5.Wide-field GRIN-probe-arthroscopy of the internal anatomy of a porcine knee joint. (A) superior anterior aspect of the knee: (i) posterior patella; and (ii) anterior patellar surface of the femur. (B) anterior aspect of the knee: (iii) anterior medial femoral condyle; (iv) anterior medial meniscus; (v) anterior lateral femoral condyle; (vi) anterior lateral meniscus; (vii) anteromedial anterior cruciate ligament (ACL); and (xv) connective tissue. (C) inferior anterior medial knee articulation: (iii) anterior medial femoral condyle; (iv) anterior medial meniscus; (vii) anteromedial ACL; and (viii) transverse ligament emerging from the medial meniscus; (D) posterior aspect of the ligaments of the knee (ligaments of the joint capsule): (ix) posterior medial femoral condyle; (x) posterior medial meniscus; (xi) posterior lateral femoral condyle; (xii) posterior cruciate ligament (PCL); (xiii) posterior meniscofemoral ligament (PML); and (xiv) Wrisberg ligament (portion of the PML).

Overall, [Figs. 4](#fig4){ref-type="fig"} and [5](#fig5){ref-type="fig"} demonstrate that the PALOMINO system is a multi-resolution capable device with wide-field functionality comparable to existing arthroscopes. The short focal length lenses of arthroscopes provide entocentric (fish-eye) perspectives with large FOVs where the centre of the field has higher magnification than the periphery. Large FOVs have the potential to improve navigation ability and visualization of certain cartilaginous defects/features in the joint; however this must be accounted for if quantitative measures are to be collected. Very little distortion of this type was evident in [Figs. 4](#fig4){ref-type="fig"} and [5](#fig5){ref-type="fig"} using the current multi-resolution GRIN setup. As observed in [Figs. 4B](#fig4){ref-type="fig"} and [5](#fig5){ref-type="fig"}, shadows appeared to be one of the strongest factors affecting the level of visible diagnostic detail.

C.. Performance and Clinical Significance of the Prototype Palomino System, SHG Micrograph Acquisition, and Portable Microendoscopes {#sec3c}
------------------------------------------------------------------------------------------------------------------------------------

The articulated PALOMINO positioning arm was designed to accommodate the size of a human knee and there were no complications when the porcine limb was used as a substitute. Additionally, the large working radius of the articulated PALOMINO positioning arm may increase its clinical suitability as it will be large enough to be part of a self-contained portable system that can easily be moved or retrieved. This device is similar to the Jenlab MPTFlex device which offers multi-photon imaging to dermatological applications on a positioning system with multiple DOFs. Additionally, to the best of our knowledge, this study is among the first to not rely on high precision multi-DOF positioning platforms to provide fine control of the specimen relative to the portable microendoscope while also not remaining in direct contact with the sample.

Clinically, precise quantifications about size, depth, and the exact location of cartilage damage, including lesions and extrusions, are often very important during diagnosis and when considering treatment options. Therefore, SHG microendoscopy may require pairing with additional radiological techniques to provide a more complete diagnostic understanding [@ref52].

The present study was conducted on porcine joints, an animal model that has been used for arthroscopic training [@ref50], [@ref51] and for studying articular cartilage, ligament, and meniscal degeneration [@ref53], [@ref54]. Unlike previous studies [@ref50], [@ref51], the porcine limbs collected from local butchers already had the majority of all muscle and skin removed making joint inflation and lavage impractical, and as such, small amounts of connective tissue needed to be removed. This made it easier to monitor the probe on approach and adjust the articulated PALOMINO positioning arm to match the planes of the sample and the GRIN objective. Since this will not be the case in clinical arthroscopy a second perpendicular arthroscope to provide a view of the microendoscope's approach will likely be necessary. Naturally, the rigid nature of the probe makes it unsuitable for many types of endoscopy which are traditionally carried out with flexible endoscopes; however, in orthopaedic arthroscopy, rigid GRIN needles have excellent potential.

It is also important to note that the GRIN lens was designed to be an immersion objective. Because an irrigation system that would also inflate the joint was not used during the imaging sessions, immersion conditions were generated using either completely submerged samples, or running small volumes of liquid down the GRIN probe, to be wicked between the surfaces of the probe and the cartilage. No differences were evident between images acquired from either immersion method.

Given the clinical importance for continuing studies into the pathologies and etiologies of cartilage degeneration, this study attempted to acquire SHG images of any surfaces that are primarily composed of Type I or Type II collagen and are load bearing or may be a target of clinical treatment/repair for any of the pathologies previously introduced. Components of the joint to which SHG visualization may prove of significant clinical interest include: the meniscus ([Figs. 6A](#fig6){ref-type="fig"} to [6D](#fig6){ref-type="fig"}); the patella ([Figs. 7](#fig7){ref-type="fig"} and [8A](#fig8){ref-type="fig"} to [8C](#fig8){ref-type="fig"}); the femoral condyles ([Fig. 8E](#fig8){ref-type="fig"}); the tibial condyles ([Fig. 8F](#fig8){ref-type="fig"}); the femoral head ([Fig. 8D](#fig8){ref-type="fig"}); and the ligaments ([Figs. 6E](#fig6){ref-type="fig"} and [6F](#fig6){ref-type="fig"}). FIGURE 6.SHG micrographs of softer tissues comprised of primarily Type I Collagen. (A--D) depict SHG micrographs of meniscal microstructure from the femoral side of a thick curved portion of a submerged and immobilized meniscus. (E--F) depict SHG micrograph of ligament microstructure from an internal porcine knee ligament. Type I collagen microstructures visible in the acquired SHG micrographs included: (A--B) dense randomly oriented collagen fibres, possibly from the superficial network zone of the meniscus; (C--D) highly structured, aligned, layered, and crimped collagen fibres, possibly from the lamellar zone of the meniscus; (E) aligned Type I collagen fibrils (consistent with fibrocartilage) of an internal porcine knee ligament; and (F) internal porcine knee ligament from the same FOV as E with a scan magnification of $\documentclass[12pt]{minimal}
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\end{document}$. FIGURE 7.SHG micrographs of hyaline cartilage from: (A) highly structured porcine patella with clear voids from chondrocytes and lacunae; (B) highly structured porcine patella from the same FOV as A with a scan magnification of $\documentclass[12pt]{minimal}
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\end{document}$; (C) highly structured porcine patella from the same FOV as A with a scan magnification of $\documentclass[12pt]{minimal}
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\end{document}$. The apparent similarities in perceivable structures, signal clarity, and background noise indicate that the optical resolution has reached a practical limit specific to the current optical design, alignment, and calibration. FIGURE 8.SHG micrographs of hyaline cartilage from: (A) highly structured porcine patella with clear voids from chondrocytes and lacunae; (B--C) regions of the patella which may have experienced higher loading as voids from chondrocytes and lacunae are less defined, possibly compacted; (D) porcine femoral head with similar void composition to B & C; and (E--F) porcine femoral and tibial condyles, respectively, with similar void composition to B--D; suggesting a possible load dependent relationship in clarity of extracellular matrix (ECM) voids in the absence of resolvable collagen fibril alignment and orientation consistent with previous transmission electron microscopy (TEM) imaging and biomechanical testing [@ref59].

Both Type I and Type II collagen are prominent constituents in meniscal and articular cartilage, tendons and ligaments. Type II collagen is the primary constituent of articular (hyaline) cartilage, constituting more than 90--95% [@ref55]. The meniscus (fibrocartilage) are made of more than 90% Type I collagen [@ref56]. Type I collagen is also the primary constituent of ligaments which may also contribute to their similarities to fibrocartilage and why ligaments of the knee even have zones of fibrocartilage [@ref57].

The micrographs generated using the PALOMINO microendoscope demonstrated its capability to resolve the differences between hyaline cartilage (*i.e.* articular cartilage covering the posterior surface of the patella, femoral and tibial condyles, and femoral head ([Fig. 8](#fig8){ref-type="fig"})) and fibrocartilage (*i.e.* meniscus ([Fig. 6](#fig6){ref-type="fig"})) through unique Type I and Type II collagen specific characteristics and structures. Interestingly, the lack of extra texture and detail evident across [Fig. 7](#fig7){ref-type="fig"}, which are from the same region of interest (ROI) of the patella but with increasing magnification ratios of 1:2 and 1:3 acquired during the scan, indicates that the resolution used under normal conditions, using the current optical configuration and calibration, has plateaued. This digital zoom capability may be used to visualize ROIs without excessive increases in noise. Some of the most feasible changes/optimizations to improving the resolution and overcoming this plateau, without redesigning the optical system and changing the size of the FOV, include improving the signal-to-noise ratio of the laser, controlling wavelength polarity, introducing beam-splitting phase compensation, and possibly combining multiple nonlinear optical imaging techniques such as TPEF. Many of these design choices are already included in complex bench top microscopes, or custom optical setups, which have resolved tiny structural details pertinent to understanding the pathogenesis of degenerative cartilage disorders [@ref8], [@ref18]--[@ref19][@ref20][@ref21][@ref22][@ref23][@ref24].

Additionally, for the potential application of meniscus diagnostics and repair evaluation, it is encouraging that structural distinctions were visualized in each of the top two zones of the fibrocartilage structure of the meniscus. Specifically, the superficial network zone and deeper lamellar zone were identifiable through their characteristic collagen structures. [Figs. 6A](#fig6){ref-type="fig"} and [6B](#fig6){ref-type="fig"} clearly depicted the superficial network zone on the femoral side of the meniscus surface, which is characterized by a random meshwork of Type I collagen fibres within the top $\documentclass[12pt]{minimal}
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\end{document}$ [@ref8], [@ref58]. [Figs. 6C](#fig6){ref-type="fig"} and [6D](#fig6){ref-type="fig"} were highly representative of the deeper lamellar zone, which is characterized by tight fibre bundles of crimped collagen intersecting at various angles [@ref58]. Interestingly even the ligaments visualized in [Figs. 6E](#fig6){ref-type="fig"} and [6F](#fig6){ref-type="fig"} were representative of the central main layer of the meniscus (fibrocartilage) [@ref58] suggesting that the ligament FOV visualized may have been a zone of fibrocartilage [@ref57].

It is also interesting to observe the potential correlation in the contrast between the chondrocytes and lacunae (voids of SHG signal) and the surrounding ECM of hyaline cartilage and the loading and wear the surface may experience (a phenomenon already observed in the patellar groove of articular cartilage [@ref59]). Specifically, there are regions of the patella which show excellent visualization of the ECM and chondrocytes ([Figs. 7A](#fig7){ref-type="fig"} and [8A](#fig8){ref-type="fig"}). However, contrast between the chondrocytes and the surrounding ECM decreases in different regions of the patella ([Figs. 8B](#fig8){ref-type="fig"} and [8C](#fig8){ref-type="fig"}). Chondrocyte-ECM contrast continues to further decrease with the femoral head ([Fig. 8D](#fig8){ref-type="fig"}) and most significantly with the tibial and femoral condyles ([Figs. 8E](#fig8){ref-type="fig"} and [8F](#fig8){ref-type="fig"}), surfaces which absorb significant impact loads and millions of articulation cycles. It is possible that the decrease in contrast is a function of matrix stiffness [@ref59], load, and wear, which may be causing the surface layer containing the voids (chondrocytes and lacunae) to be compacted, worn down, and/or be comprised of a different fibril arrangement ultrastructure [@ref59]. Additional information about the collagen fibrils may have been possible; however, for this study, a larger FOV was selected to provide clinicians with a sufficiently large FOV to compare native cartilage with transplanted, engineered, or stimulated cartilage.

As previously introduced, SHG microscopy has demonstrated that early stage OA is accompanied by tears and wrinkles in the ECM [@ref8]. While these features were not expected to be observed in young healthy pigs, the selected FOV size and image quality of the PALOMINO arthroscope's optical system were expected to be sufficient to resolve microsplits, but not wrinkles, in human articular cartilage similar in size to those imaged by Kumar *et al*. [@ref8]. Further study would also be needed to assess the validity of porcine cartilage disease models because of the difference in chondrocyte size and other anatomically relevant factors.

The present study included a preliminary SHG microendoscopic investigation into human acetabular cartilage from the site of an excised FAI. While these samples were not part of an OA study, they also were not considered a healthy control sample to patients with OA. No comparable healthy human acetabular cartilage was available for comparison. As a FAI is a condition of mechanical interference, there may have been similarities in the types of damage observed between OA and FAI; although this comparison requires further study. Despite the differences in the optical setup, micrographs presented by Kumar *et al*. [@ref8] of the articular surface at depths of 15 and 30 $\documentclass[12pt]{minimal}
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\end{document}$ were comparable to the micrographs acquired using the PALOMINO endoscopic prototype, from a potentially damaged, thin, histologically mounted, human cartilage specimens ([Fig. 9](#fig9){ref-type="fig"}). These superficial structural changes within the first hundred microns of the cartilage may be valuable in assessing functional condition of the tissue. FIGURE 9.SHG micrographs of hyaline cartilage from a fixed slice of acetabular chondral flap excised from the impinging area of femoroacetabular impingement (FAI) during surgery of a (human) patient. The excised chondral flap specimen presented elongated voids that could represent microsplits, lesions, or regions of damage in the cartilage (arrows). These features demonstrated that the resolution of this prototype endoscope may be suitable for clinical applications. It should be noted however, that these features were approaching the minimum detectable size and could be lost due to noise if too many frames were averaged over as demonstrated between figures B and C.

IV.. Conclusion {#sec4}
===============

This work has demonstrated the capabilities of a clinically relevant nonlinear laser scanning microendoscope prototype with the functionality of both an arthroscope and microscope capable of imaging minimally-processed partially-intact porcine knee joints. The prototype PALOMINO imaging system developed in the present study has validated that GRIN lens doublets increase the feasibility of arthroscopic microscopy. The resolution and image quality of the currently designed system were able to distinguish between hyaline cartilage and fibrocartilage and unique Type I and Type II collagen specific features. The stability of the optical system and the positioning system were sufficient to acquire images with micron scale resolution while preserving the freedom and flexibility to approach the surface from any angle. The similarity in orthopaedically relevant collagen structures obtained on high resolution bench top setups and GRIN-based micro-endoscopes using small, portable, Yb-doped lasers will increase the relevance of *ex vivo* studies of disease models as the observations will be directly comparable *in vivo* during diagnostic arthroscopy. The capabilities of this technology are also readily customizable, indicating this system may provide a suitable platform from which to expand the surgical capabilities of femtosecond lasers from diagnostics to treatments within the familiar confines of two or three portal arthroscopy techniques.
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